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Analysis of petroleum samples at the molecular level by Fourier transform ion cyclotron
resonance mass spectrometry (FT-ICRMS) typically requires a prolonged accumulation of ions
and/or summing up a large number of scans. Here, a chip-based micro-ESI system (Advion
NanoMate, Ithaca, NY) has been successfully automated in combination with FT-ICR MS
analysis of petroleum samples. A foil-sealed 96-well glass plate prevents solvent evaporation,
with no visible loss of sample after 20 h of continuous operation. Mass spectra obtained from
the same sample but taken from different wells after various time delays were very similar.
Data from replicate samples in different wells could be combined to enhance mass spectral
signal-to-noise ratio and dynamic range. Furthermore, the automated data acquisition elimi-
nates sample carryover, and produces heteroatom class distribution, double-bond equivalents
(DBE), and carbon number very similar to those from the conventional (manual) micro-ESI
experiments. (J Am Soc Mass Spectrom 2009, 20, 263–268) © 2009 Published by Elsevier Inc.
on behalf of American Society for Mass SpectrometryFourier Transform ion cyclotron resonance mass spec-trometry (FT-ICR MS) offers both high-resolution(mass resolving power  m/m50%  400,000, in
whichm50% ismagnitude-modeFT-ICRmass spectral peak
full width at half-maximum peak height) and high mass
accuracy (400 ppb rms error). FT-ICRMS resolving power
of 3300,000 for a 1 kDa peptide has been reported [1].
Elemental composition may be assigned uniquely from suf-
ficiently accurate mass measurement for a well-resolved
peak [2]. The identified compositions may be further sorted
by various tools including hydrogen deficiency (z) based on
CcH2czNnOoSs ordouble-bondequivalents (DBEnumber
of rings plus double bonds to carbon), Kendrick mass defect
versus Kendrick mass [3, 4], or van Krevelen analysis (e.g.,
H/C ratio versus O/C or N/C or S/C ratio) [5]. Therefore,
it is not surprising to find that FT-ICR MS has been
successfully applied to study complex natural organic
mixtures, including metabolites [6], vegetable oils [7],
wine [8], explosives [9], coal extracts [10], and humic
materials [11, 12].
An important application of FT-ICR MS is the emerg-
ing field of “petroleomics” [13], namely, the idea that the
detailed chemical composition should correlate with (and
ultimately predict) the properties and behavior of petro-
leum and its products. FT-ICR MS-based chemical com-
position has already enabled characterization of asphalt-
enes [14, 15], distillates [16, 17], andmined/steam assisted
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doi:10.1016/j.jasms.2008.10.001gravity drainage [18] at the molecular level. However, a
single petroleum FT-ICRmass spectrum can contain up to
50,000 peaks [19], whereas detection is typically limited
to 1,000,000 ions at a time. Thus, the number of ions
corresponding to each resolved mass-to-charge ratio is
relatively small so that it is often desirable to sum at least
100 time-domain transients to increase signal-to-noise
ratio and dynamic range. Data acquisition for a single
sample can thus take up to an hour.
Fortunately, most petroleum samples present similar
m/z range, so that the same experimental conditions apply
to a series of related samples, i.e., such analyses are good
candidates for automation, for improved reliability and
throughput (e.g., overnight). Chip-based automated elec-
trospray MS has been successfully applied to study car-
bohydrates [20], metabolites [21], peptides/proteins [22],
and lipids [23].
Recently, chip-based electrospray ionization (ESI)
has been used to measure total acid number (TAN) of
petroleum samples by low-resolution mass analysis
[24], with improved throughput and reduced sample
consumption. Carryover from one sample to the next is
eliminated because the automated system supplies a
new spray tip and nozzle for each sample. Here, we
report a fully automated chip-based micro-electrospray
ultrahigh-resolution FT-ICR MS system for automated/
unattended/remote FT-ICR MS data collection for com-
plex petroleum samples. Performance of the system has
been tested for reproducibility over extended (20 h)
data collection, and means for detecting and halting
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forms as well as fully attended manual data collection.
Experimental
Ten petroleum samples were chosen to test the ability of
the automation procedure to provide high quality mass
spectra from a wide range of samples: bitumens, heavy
vacuum gas oils, and light (343–375 °C) and heavy
distillates (500–525 °C). All samples were dissolved to 1
mg/mL in toluene:methanol (50:50 vol/vol) and spiked
with 1% (by volume) acetic acid before sample loading.
Glass plates with 96 wells were purchased from Zinsser
Analytic (Frankfurt, German). The petroleum samples
were each placed in three or five glass wells (see below)
(200 L per well—more could be used if required)
and sealed with aluminum foil by an in-house designed
clamp (see the Results and Discussion section). The sam-
ples were introduced sequentially by a NanoMate 100
(Advion Biosciences, Inc., Ithaca, NY). The NanoMate was
operated in positive-ion mode with 1500–2000 V spray
voltage and 0.5 psi gas pressure. A custom-built FT-ICR
mass spectrometer equipped with a 220 mm horizontal
room-temperature bore 9.4 T magnet [25] was used in
these experiments. Ions generated in the ESI source region
are first accumulated in an external linear octopole ion
trap, typically for 1 to 5 s, and transferred through rf-only
multipoles to a 10 cm diameter, 30 cm long open cylindri-
cal Penning ion trap [26].
Multipoles [25] were typically operated at 1.7 MHz
at an rf amplitude of 170 Vp-p. After ions were excited in
the trap by broadband frequency-sweep (chirp) dipolar
excitation (70–641 kHz at a sweep rate of 150 Hz/s
and amplitude, 440 Vp-p), direct mode image current
detection was performed to yield 4 M word time-
domain data. Time domain datasets were co-added (100
acquisitions), Hanning apodized, and zero-filled once
before fast Fourier transformation and magnitude cal-
culation. Frequency was converted to m/z ratio by the
quadrupolar electric trapping potential approximation
[27, 28].
The instrument was controlled by an in-house Predator
data station [29]. The Predator system features 17 channels
of analog voltage (10 V, sixteen 16-bit voltages and one
12-bit voltage), 18 TTL triggers, and a 6-channel high
power voltage amplifier (200 V). Dipolar excitation
circuitry is implemented with a commercial 16-bit arbi-
trary waveform generator that drives a commercial broad-
band amplifier. A commercial balun transformer gener-
ates discrete dipolar channels to the ICR cell. Ion detection
circuitry includes a Pacific Northwest National Labora-
tory low noise differential preamplifier coupled to a
commercial low pass filter and finally recorded with a
14-bit commercial digitizer. Control software for the above
data station was developed in-house and is written in the
C programming language.Results and Discussion
Synchronizing the NanoMate and the Predator
Data Station
Acquisition begins by separate manual (mouse click)
start of the Predator and NanoMate methods. The
Predator method is contained within a TCL script such
that the initial data collection proceeds without the
typical wait state and associated external triggering.
After the mass spectrometer has collected the specified
number of scans, Predator sends a signal to the NanoMate
to stop the spray and move to the next sample. While the
NanoMate loads the new sample, the Predator data sta-
tion is set to single external triggermode and progresses to
a wait state. The NanoMate discards the last ESI tip, gets
a new tip and sample, starts spraying into a new nozzle,
waits for 2 s, and sends a trigger back to the data station to
initiate the next cycle. Signals to and from the NanoMate
are contact closure, (triggered by completing the circuit or
a TTL low signal).
Each sample list is built in the NanoMate software.
A NanoMate method was written to import a trigger
to end the spray and also to export a trigger 2 s after
the beginning of each new spray. The capability to
receive a trigger to end a spray and send a signal at
the beginning of a new spray is available from the
Foil Compression Plates
Assembled 96 Well Plate
96 Well Glass Plate Aluminum Foil
Figure 1. Photos of the unassembled (top) and assembled (bot-
tom right) multiple-sample holder, and the holder installed in the
NanoMate robot (bottom left).
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method.
96-Well Plate with Reduced Sample Evaporation
In petroleomic analyses, samples are typically prepared
in volatile organic solvents such as toluene and metha-
nol. Therefore, evaporative loss during extended auto-
mated data collection must be prevented. Moreover,
such solvents are incompatible with the materials used
in typical sealant systems designed for biological ana-
lytes in 96-well plates.
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Figure 2. Relative abundances for each of the four most abun-
dant heteroatom classes for bitumen replicate samples analyzed
by positive-ion ESI 9.4 T FT-ICR MS after 0, 2, and 17 h. Note the
excellent reproducibility over time.
Figure 3. Isoabundance-contoured plots of do
for members of the N heteroatom class from At1
17 h.The Advion NanoMate system can draw 15 L of
sample into its polymer-based spray tip. Consequently,
for longer ESI spray periods, multiple sealed sample
compartments must be available because once pierced,
the original compartment will suffer from unwanted
evaporative loss. We therefore designed compression
plates (Figure 1) to prevent solvent evaporation. Alumi-
num top and bottom plates each have 96 holes to mate
with a 96-well glass plate sandwiched between them. Four
bolts between the aluminum plates compress a sheet of
aluminum foil placed between the top aluminum plate
and the glass plate. Aluminum foil was chosen because it
is inert to organic solvents; a NanoMate collection tip can
easily puncture a hole to take up sample liquid without
damage to the tip; and compression of the foil serves to
seal each compartment. The assembled 96-well plate (see
Figure 1) is then installed in the NanoMate robot.
An Athabasca bitumen petroleum sample was
loaded into 9 of the 96 wells and sealed. To evaluate
sample evaporation, samples were analyzed in tripli-
cate after 0, 2, and 17 h. The automated data collection
yielded ESI FT-ICR mass spectra with average mass
resolving power, m/m50%  500,000, at m/z  400,
resulting in 300 ppb rms mass accuracy after internal
calibration. The relative abundances (with error bars for
triplicate runs) for the four most abundant heteroatom
classes (e.g., N1 denotes the summed relative abun-
dances of all species containing one nitrogen atom) are
shown in Figure 2. The sealed glass plate showed no
sign of sample evaporation after 17 h of operation, and
the variation of relative abundances with time was
bond equivalents (DBE) versus carbon number
sca bitumen. Note the high reproducibility overuble-
haba
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delay.
System Reliability
To test the robustness of the glass plate design and the
NanoMate robot for petroleum analysis, 10 petroleum
samples were run from five different wells each (100
time-domain transients summed per run for a total of 5000
scans) over a 22 h period. Figure 3 shows isoabundance-
contoured images of double-bond equivalents (DBE) ver-
sus carbon number for the N1 (i.e., the most abundant)
class species from Athabasca bitumen, from positive-ion
ESI 9.4 T FT-ICR mass spectra starting at 0, 8.8 and 17.6 h.
The other nine petroleum samples gave similarly repro-
ducible results (not shown). We conclude that the auto-
mated system presented here is suitable for multiple/
unattended analyses.
Enhanced Dynamic Range by Automation
Figure 4 contains mass scale-expanded segments (701.3
m/z  701.7) of ESI 9.4 T FT-ICR mass spectra of a
petroleum light distillate sample taken during the 22 h
unattended series of experiments discussed above. In
anticipation of the occurrence of failed runs (e.g.,
clogged tip, bad seal on the glass plate, inconsistent
electrospray) each sample was run five times (from
separate wells) 4 h apart. Figure 4 (top) is from the
first of the five runs of the light distillate, for which
most of the ion masses are below 700 Da. One of the five
replicate runs failed, most likely due to a clog in the ESI
nozzle. However, the benefit of unattended/automated
analysis is that multiple runs of the same sample can be
easily accommodated. In this example, four of the five
runs could be co-added for a factor of 2 increase in
Figure 4. Mass scale-expanded segments (701.3m/z 701.7) of
a positive-ion ESI 9.4 T FT-ICR mass spectrum of Athabasca
bitumen. Top: 100 scans from a single sample well. Bottom: 400
scans summed from the data from four sample wells. The 2-fold
improvement in S/N ratio makes it possible to visually distin-
guish weak signals (asterisk) from noise.signal-to-noise ratio with no associated loss of resolu-
tion or mass accuracy (Figure 4, bottom). The increased
signal-to-noise ratio enhances the dynamic range of the
analysis. For example, the weak signals (denoted by an
asterisk) cannot be distinguished from noise after 100
time-domain transients (Figure 4, top), but become
visually distinguishable after 400 transients (Figure 4,
bottom).
Run Failures During Automated/Unattended Run
Of the 50 samples (10 petroleum samples	 5 runs, each
100 time-domain transients) analyzed over 22 h, seven
were unsuccessful. Based on the 86% success rate of the
automated analysis, triplicate analyses should suffice to
ensure at least one high-quality ESI FT-ICR mass spec-
trum per petroleum source. Analysis of the seven failed
petroleum samples showed no clear signs of sample or
time-dependent failure (Figure 5). However, analysis of
the broadband mass spectra collected from each well
revealed that of the expected early, middle, and late run
failures, four failed within the first few (of 100) time-
domain data acquisitions, two failed in the middle of
the run, and one failed late in the run. Thus, it is
possible to implement data-dependent co-add software
A
B
C
D
E
F
G
H
1 2 3 4 5 6 7 8 9 10 11 12
m/z 900700500300
Late Run Failure
Early Run Failure
Mid Run Failure
96
 W
el
l G
la
ss
 S
am
pl
e 
Pl
at
e
= Run Failure
22 Hour, 50 Sample 
Automated Experiment
m/z 900700500300
m/z 900700500300
Figure 5. Failure analysis from a 22-h automated data acquisi-
tion from 50 wells containing five replicates of each of 10 different
petroleum samples (see text).to halt data acquisition for a given well if consecutive
267J Am Soc Mass Spectrom 2009, 20, 263–268 AUTOMATED ESI FT-ICR MS FOR PETROLEUM STUDYscans fail to reach a predefined signal-to-noise ratio
threshold, to eliminate time lost to runs that fail soon
after data acquisition begins.
Comparison Between Automated and Conventional
Micro ESI Analyses
The NanoMate and our in-house micro-ESI sources
have different spray tip configuration, e.g., lower volt-
age applied to the chip-based automated ESI system.
Nevertheless, the results from both systems are consis-
tent within experimental error. For example, Figure 6
shows isoabundance-contoured plots of double-bond
equivalents (DBE) versus carbon number for the (highly
abundant) N1 class of a bitumen (top), (less abundant)
light distillate N1 (middle), and heavy distillate N1S2
(bottom) classes. The spray tip and capillary of our
conventional microESI source require frequent cleaning
to avoid potential carryover between successive sam-
ples. However, carryover is inherently eliminated with
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Figure 6. Isoabundance-contoured plots of double-bond equiv-
alents (DBE) versus carbon number for three different petroleum
samples and heteroatom classes (top, middle, bottom), based on
positive-ion 9.4 T FT-ICR mass spectra acquired by manual
micro-ESI (left) and NanoMate automated ESI (right). The agree-
ment between data from the two ESI sources is excellent.the NanoMate because a new spray tip and nozzle are
supplied for each sample well. Sample throughput is
increased by both automation and eliminating the need
for repeated cleaning of the ESI source.
Conclusions
A NanoMate system with a foil-sealed 96-well glass
plate has been implemented and tested for automated
ESI FT-ICR mass analysis of petroleum samples. The
sealed 96 wells showed no evaporative loss of sample
after 20 h. The automated system exhibited excellent
reproducibility (heteroatom class distribution, DBE, and
carbon number) during a 22 h unattended/automated
experiment, during which 10 different petroleum samples
were run five times each (from separate wells) at 4 h
time intervals for a total of 5000 individual time-domain
transient data acquisitions. The success rate for the
automated experiment was 86%; ergo, triplicate anal-
ysis should suffice to ensure acquisition of high-quality
mass spectra for each sample. Signal-to-noise ratio and
dynamic range may be enhanced by co-adding data
from (successful) acquisitions from multiple wells for
the sample. Although the present experiments were
performed with an in-house data station, the automa-
tion can be accomplished with other commercial data
stations that send and receive external triggers. In the
future, we shall expand the automation to negative-ion
ESI and implement data-dependent co-addition to abort
runs that fail before completion. Finally, the present
configuration can obviously be coupled with FT-ICR
MS analyses of electrosprayed samples of other analytes
in other solvents.
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